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(NHTSA) Standard for

Devices to Measure Breath Alcohol (Federal Register, Vol.58 No.179, pp

48705-48710, Sept. 17, 1993) for accuracy and precision. Reference
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, manufactured by CMI Inc., a subs
Inc. of Owensboro, Kentucky, was tested and found to conform to the
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Is are traceable through the National Inst
Technology (NIST) to the International System of Units (SI).
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